Per-operative uncontrollable bleeding at polyester (Dacron) arterial prosthesis implantation.
An aortobifemoral knitted polyester graft was placed in a 58-year-old woman with aorto-iliac occlusive disease. Although the prosthesis was preclotted in the usual manner, it never became impervious to blood under normal intra-arterial pressure. Examination of the graft showed lipid infiltration not ordinarily seen. We recommend that when a knitted prosthesis fails to preclot a woven graft should be used instead.